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FOREWORD

This is the final report for work performed on NASA contract
NASw-782 entitled '"Study of the Correlation Between Linear Energy
Transfer and Relative Biological Effectiveness.' The program was
administered under the direction of the Office of Advanced Research
and Technology of the National Aeronautics and Space Administration
with Dr. Leo Fox and Dr. George Chatham the project monitors.

The experimental studies were completed as a result of joint effort
by Avco/Tulsa and the Oklahoma University Research Institute
(OURI) during the period July 1963 to August 1964. The work was
conducted at the Avco Biophysics Research Laboratory located on

The instruments for this program were designed by Mr. Joseph F. Tinney
of Avco/Tulsa and the theoretical application of the measurement
parameters was conducted by Mr. Tinney and Dr. Jack Cohn of

OURI. Mr. Clifton A. Aldridge of Avco/Tulsa and Dr. J. Bennett Clark
of OURI developed the biological system for the program and

performed all subsequent biological work. Mr. Keith Warble of
Avco/Tulsa designed the electronics and assisted with the off-site
experiments. Mr. Gordon Kramer of Avco/Tulsa was responsible

for the first off-site experiment and Messrs. Aldridge, Tinney

and Warble conducted all subsequent off-site experiments.
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ABSTRACT ﬂng&
7

Instrumentation and biological systems have been
developed to study the correlation between linear energy
transfer (LET) and relative biological effectiveness (RBE).
The instruments developed for this program include

small tissue equivalent proportional counters for mea-
suring LET spectra over a wide range of radiation in-
tensities; and tissue equivalent ionization chambers for
the direct measurement of radiation absorbed dose in
tissue.

In the biological system development, living tissue was
simulated by compacting haploid yeast cells (strain Sc-7)
in solid polyethylene glycol. The compacted mass of
cells was irradiated and serial sections were taken to
assay radiation damage at various depths. The ability
of the irradiated cells to produce a macroscopic colony
on suitable nutrient material was a measure of cell sur-
vival.

Radiation exposures were made with 22. 3 Mev and 210
Mev protons, and the results were compared with 200
KVCP x-ray irradiation results.

The slopes of the yeast cell survivors versus absorbed
dose curves were found to be directly related to average
LET, as has been reported by other workers.

It is felt that a significant biological tool has been deve-
loped which could be used for radiation additivity studies,
microbeam radiation damage studies, and other related
research problems.

The results presented in this report also indicate that

the radiation quality sensors developed for this program
could be used to examine the radiation environment in

space.



INTRODUCTION

Manned spaceflights are placing increasing emphasis on the need

for the development of instrument systems for measuring biologically
significant properties of the space radiation environment. In fact,
tissue equivalent ionization chambers for measuring total absorbed
dose from ionizing space radiations have already been developed and
flown in deep space probes and satellites. 1,2 instruments of this type
are also being fabricated for use in future manned and unmanned space
explorations. 3 However, numerous laboratory experiments#4; 5 have
shown that the biological effectiveness of radiation depends not only
upon the total amount of energy absorbed, but also upon the ''quality"
of the radiation, the biclogical system and effect studied, the environ-
ment, and the physiological state of the system. The primary purpose
of this research program has been to develop an instrument for mea-
suring radiation '""quality,'' and to correlate the results of these mea-
surements with the radiation damage effects on a suitable biological
system. Since space radiations incilude protons, electrons, x-rays,
and cosmic raysé’, it is important that the sensor measure a radiation
quality that is characteristic of all types of radiation and is directly
related to biological response.

Historically, radiation quality has been expressed as a distribution
of dose in linear energy transfer (LET), specifying the fraction of
the dose deposited in each LET interval. 7 The results of numerous
laboratory experiments have substantiated the variation of biological
response with this parameter. However, Rossi' has pointed out
limitations of the concept which indicate that it is very difficult to
measure LET spectra in an unknown radiation environment. To
overcome these limitations, Rossi has proposed the concepts of 'Y’
and 'Z' as alternate characterizations of radiation quality. The
parameter Y is defined as the energy imparted to a small sphere
divided by the sphere diameter. Representation of the dose in Y for
a range of diameters yields information on the spatial distribution
of energy, as well as on the local dose and the frequency with which
such a dose is delivered. The parameter Z is defined as the energy
absorbed per unit mass in the volume being investigated. Y and Z
can both be measured for radiation fields with unknown physical
characteristics and could be used to specify the quality of space
radiations.

The ultimate test of any physical system designed for measuring
radiation quality is the comparison of the measured properties of the
radiation field with biological effects. A large number of biological
systems have been used for this type of work; and, therefore, the
choice of biological system is defined to some degree by the conditions
or objectives of the experiment.



This report describes the design and development of a Y sensor,
based on Rossi's original concepts, that can be ruggedized for
spaceflight. Presented also are the results of an extensive accel-
erator program conducted to calibrate the sensor and correlate
the results with the response of a suitable biological system.



II. EXPERIMENTAL PROCEDURE AND INSTRUMENTS

A,

Biological

In developing the biological system to be used in correlative
studies with the instruments developed in these laboratories,
the following criteria were established:

1. The systermn should allow a maximum accuracy in quantita-
tion of biological effects. '

2. The system should allow depth-dose studies to be made under
conditions similar to those obtained in tissue.

3. The system should have biological stability in order to allow
the time delay inherent in preparing the system in the labo-
ratory, irradiating the system at a source which may be
hundreds of miles away, and returning the system to the
laboratory for testing after irradiation.

The system finally developed was composed of the Sc-7 strain of
yeast embedded in polyethylene glycol. Although this organism
was not as LET sensitive as some other cells, it had the advan-
tage of wluminous previous work reported in the literature.

Other cells were investigated such as Bacillus megaterium spores
and Artemia eggs, but the main work was done with the yeast cells.

Polyethylene glycol was the best embedding material found. It
was nontoxic and allowed biological stability. It was essentially
tissue equivalent and for precise depth dose studies, it could be
accurately sectioned with a microtome in slices as thin as 10 mi-
crons. The mixture used melts at 40°C and is water soluble, thus
allowing easy embedding and release of the cells after sectioning.

Other embedding materials were tested but discarded as being in-
ferior to polyethylene glycol. These included frozen gelatin, agar-
agar, various gums and low melting point paraffins. Also various
combinations of different molecular weight polyethylene glycol
preparations were tested.

Procedure

The procedure for constructing the biological system was as follows:

a quarter inch constant diameter bore was made in paraffin contain-
ed in a 50 ml test tube. The bore was about three inches in depth.



The melted polyethylene glycol was mixed in the following ratio:
20 m! having an average molecular weight of 1500 with 2 ml of
average molecular weight 4000.

The mixture was then cooled in a water bath to 42°C. Two

grams of wet yeast cells (washed five times and packed to a paste
by centrifugation) were then stirred into the mixture until the cells
were evenly dispersed. This treatment was performed in a 42°C
water bath to prevent hardening of the mixture. The cell suspen-
sion was then poured into the wax mold and packed by clinical

type centrifuge (no angle head) which allowed the cells to pack

into the bore. After proper trimming, the resulting compacted
mass of cells contained in the paraffin mold (referred to as an
ingot), was ready for irradiation.

Through experience, it was shown that about 3 cm of the packed

AAAAAAAAAA

obtained with 10 micron slices through 3 cm of the packed cells.

It was found that when too much high molecular weight polyethylene
glycol was added, the cell mass became too brittle to slice. When
none was added, the mixture remained too waxy and could not be
sliced thinner than 50 microns.

Stability of Embedded Cells

The decay rate of the viable count for haploid yeast in polyethylene
glycol is sufficiently small to allow fabrication of the tissue simu-
lant several days prior to its use.

Direct microscopic counts of the total number of cells present
were made using a Petroff-Hausser counting chamber. Total
counts from 100 micron slices of the compacted yeast cell mass
were compared to viable cell counts obtained from 100 micron
slices from the same unirradiated ingot which had been transport-
ed to and from the accelerator site. The result of averaging five
determinations indicated that 39 percent of the cells were still via-
ble after three days. Viability counts of the yeast cell paste used
to fabricate the tissue simulant ingots, compared to total counts

of the same paste, gave a value of 83 percent. Thus, of the 83
percent viable cells used to fabricate the yeast cell mass, 44 per-
cent were surviving after three days storage in polyethylene glycol.



This decay rate is well within statistically useful limits.

These results further indicate that interpretation of radiation
damage to the yeast cell mass is applied to the greater popula-
tion of yeast cells rather than a select few,

Toxicity and Dehydration Effect of Polyethylene Glycol

Yeast toxicity studies with polyethylene glycol irradiated with
22.3 Mev protons failed to demonstrate any toxic products formed
for dosages up to 30,000 rad.

Preliminary data collected with the completed experimental
system after x-irradiation indicated that the dehydrating effect
of polyethylene glycol had a protective effect and comparisons
with 200 KVCP x-ray killing curves obtained from wet cells were
invalid. Accordingly, killing curves for the haploid yeast cells
in polyethylene glycol were obtained from data collected after
irradiating different ingots of the compacted cells. (Figure 1}

Oxygen Effect

Experiments in which the yeast ingots were irradiated with"
protons or x-rays always revealed an increased killing rate at

the front of the ingot. It was thought that this increased killing
might be caused by oxygen diffusing into the first five millimeters
of the yeast mass. ™ This could cause an increased sensitivity
due to the oxygen effect.

In order to evaluate this possibility, ingots of yeast cells were
prepared in the usual manner. Several of the ingots were imme-
diately placed in an atmosphere of flowing nitrogen gas. After

a minimum of two hours standing in the nitrogen atmosphere, the
ingots were irradiated in a nitrogen atmosphere. Other ingots
were handled in the usual manner in which they were exposed to
air for varying lengths of time. The ingots maintained and irra-
diated in nitrogen showed no increased killing at the front of the
ingot. Those ingots exposed to air consistently demonstrated the
increased killing.




Tissue Equivalency of Polyethylene Glycol

The following data and information are compiled to show
tissue equivalency of the polyethylene glycol mixture used

in these experiments.

Polyethylene glycol had a generali-

zed chemical formula of HOCHZ(CH2 OCHZ)n where n indi-
cates the degree of polymerization. The mixture used in
these experiments had a molecular weight of 1540; there-
fore, n equals 34. Consequently, the chemical formula is

H9. 1C4. 502. 3

where the subscripts indicate the number of each element
per 100 gms of polyethylene glycol. The fraction by weight
of each element is

and the total mass-energy absorption coefficient is obtained

HO. 091C0. 542

by the following equation:

Values for (m

same table.

(m ev)

total

C0. 367

0.091 (m ev)H

+ 0.542
(m ev)c

0.367 (m ev)o

+

ev) are obtained from Table 8.1 of NBS
Handbook 78, and Table I is a tabulation of the calculated
values divided by values for (m

ev) muscle provided in the



Photon Energy (m ev) carbowax
Mev (m ev) muscle Percent Error

. 010 0.68 38.0

. 020 0. 60 40.0
.030 0.61 39.0

. 050 0.70 30.0

. 080 0.905 9.5
.100 0.948 5.2
.200 0.985 1.5
.500 0.99 1.0
1.0 0.985 1.5
2.0 0.99 1.0
5.0 0.983 1.17
10.0 0.960 4.0

Table I: A Comparison of Photon Mass-Energy Absorption
Coefficients of Polyethylene Glycol with Muscle.

Maximum error occurs in the low energy region where the
photoelectric effect predominates. At higher energies, the
Compton effect takes over and here the error is small.
This is to be expected since the Compton absorption of each
atom is proportional to its atomic number, hence, to the
total number of electrons per gm of material. For the
composition of muscle tissue adopted by the International
Commission of Radiological Units, i.e., Cl. 024H10. 2

(@) N N M P S K
4.556 0.25 aL0.0035 g0.0008 0.0065 0.0156 0.0077
Cao_ 0017’ this quantity is 55. 087 mole-electrons/100 gms.

For polyethylene glycol, the quantity is 54. 5 mole-electrons
/100 gms. Thus, the ratio of energy absorbed per gm from
Compton effect is 54.5/55.087 = 0.988, or an error of 1.2
percent which agrees well with that calculated for the range
of photon energies between 0. 20 Mev and 5 Mev.




B.

Dosimetry

The tissue equivalent ionization chambers used for this
experiment were a modification of instruments that were
developed for the Air Force. 2 Measurements made with
these instruments provide a direct indication of the tissue
absorbed dose and a detailed knowledge of the incident
radiation spectrum is not required. The following is a
discussion of the concepts involved in the measurement of
radiation absorbed dose and a description of the modified
instruments.

The most convenient method for measurement of radiation
energy absorbed by a given material is through the use of the
Bragg-Gray relation. The basic conditions necessary for
the use of this relationship are summarized as follows:

1. 15t have dimensions such that only a very
small fraction of the particle energy is dissipated in it.
This means also that only a very small fraction of the
particles contributing to the ionization will enter the

cavity with a range smaller than the cavity dimensions.

2. Direct absorption of quantum radiation by the gas in the
cavity should contribute only a negligible proportion of
the total ionization.

3. The cavity must be surrounded by an "equilibrium
thickness' of the solid medium so that all particles
crossing it originate in the medium.

4. The energy dissipation by the ionizing particles must be
uniform over the volume of the medium immediately
surrounding the cavity and contributing to the electronic
equilibrium.

If the gas and the surrounding medium are of identical atomic
composition, the cavity can be large without disturbing the
flux of secondary particles. Or, according to Fano's theorem:
"In a medium of given composition exposed to a uniform flux
of primary radiation, the flux of secondary radiation is also
uniform and independent of the density of the medium, as well
as of the density variations from point to point. "



Thus, the cavity ionization principle permits a determina-
tion of energy absorption in a solid medium from the mea-
sured ionization in a small gas-filled cavity. This princi-
ple was the basis of the energy deposition dosimetry in this
program.

The ionization chambers were constructed of a tissue equiva-
lent conducting plastic developed by Shonka® which reprodu-
ces the tissue absorption coefficients as recommended by

the International Commission of Radiological Units within
small errors. (See Figures 2 and 3). In addition to being
tissue equivalent, this material is rigid, durable, and imper-
vious to and free from chemical attack by certain tissue equiv-
alent filling gases. Table II is a tabulation of the chemical
formulation indicated as percentage by weight of this plastic
and other tissue equivalent materials surveyed as a part of

'Sy PR — e o o
Lals prograrmmn.

Since the ionization chambers were used for measuring rads
in a tissue equivalent medium, both the chamber wall and
the gas were matched to the medium. The nonexplosive
tissue equivalent gas filling was the mixture of methane,
carbon dioxide, and nitrogen presented in Table II. Obser-
vations of the gamma and neutron sensitivity of a tissue
equivalent ionization chamber using this filling gas have in-
dicated a stability within the measuring accuracy of + 2 per-
cent over a period of more than six months, thus indicating
that no measurable change in the filling gas has occurred
through diffusion or absorption losses in the cavity wall dur-
ing this time.

Since the chambers had tissue equivalent walls and gas f{illing,
they could be exposed to precisely known quantities of hard x-
or gamma-radiation for calibration. However, allowance for
the change in response due to the difference in W (the energy
expended in the production of an ion pair) for electrons and
protons, =’ 11 as indicated in Table III, must be made.

To relax the requirements of stability on the high voltage

power supply and to simplify the calibration procedure, the
chambers were operated on the plateau of the ionization curve.

- 10 -




Tissue Equiva-
Alderson Shonka Markite  Polyethylene lent Gas
Element (% by weight) (% by weight) (% by weight) (% by weight) (% by weight)

Carbon 68.803 12.3 86.4 86.5 45,6
Hydrogen 8.891 10.2 5.6 10.0 10.1
Oxygen 22.181 73.0 4.3 40.8
Nitrogen 3.150 3.5 3.7 3.5 3.5
Magnesium 0.034 0.02

Iron 0.005

Sul fur 0.280 0.2

Potassium 0.172 0.5

Sodium 0.094 0.05

Phosphorus 0. 268 0.2

Chlorine 0.122

Calcium 0.03

Table II : Compositions of Various Tissue Equivalent Plastics and Gases

ot ‘




W, Electrons x- W W, Alpha
Gas Formula rays and Jf-rays Protons Particles
Carbon Dioxide co, 33.0 + 0.5 34.9 + 0.5 34,2 + 0.7
Methane CH, 22,7 £ 0.9 L., 29.4 + 0.8
Nitrogen N2 34,8 + 0.5 36.6 + 0.5 36.4 4+ 0.4
Tissue 30.017% CO2 N, 30,5+ 0.4 L.........
Equivalent 1.747. N,
> Percent
Gas 67.92% CH,, by partial
pressure
0.33% C.B
: 276

TABLE III : The Energy Expended in the Production of an Ion Pair in Various

Gases for Electrons, Protons, and Alpha Particles.
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Calibration of the ionization chambers was performed

using heavily filtered 200 KVCP x-rays {HVL - 1.29 mm Cu)
and accurately calibrated Victoreen R-meters. The geo-
metry for these calibrations was such that radiation scat-
tered into the measuring regionwas minimized. A typical
calibration curve is presented in Figure 4. All current
measurements were made with a Keithley electrometer

that was calibrated before and after each experiment.

Radiation Quality Measurements

The radiation quality sensors developed as a part of this
experimental program were based on design concepts origi-
nally proposed by Rossi. The instruments are basically
proportional counters with tissue quivalent plastic walls and

tissue equivalent filling gas. To measure LET spectra and

Y spectra for a wide variety of radiations, both cylindrical
(parallel plate) and spherical chambers were fabricated.

The cylindrical proportional counters have very thin entrance
windows and were used to measure LET spectra (from which
Y spectra were calculated) produced by unidirectional beams
with low penetrating power. The spherical chambers, on

the other hand, were designed to measure Y spectra produced
by high energy particle beams, neutrons, x- and gamma-rays
and unknown radiation fields. If the directional properties

of the radiation field are known, the relationship between LET
and Y spectra can be expressed by the following equation.

. 2 max
D(Y) = 3Y D(L) dL
Y 3

The spherical proportional counter developed for this program
is illustrated in Figure 5. The sensitive volume of the coun-
ter was a 0.5 inch diameter cavity with lucite walls. A 120°
arc of conductive '"dag' graphite was painted on the inside
surface of the cavity to obtain a nearly radial electrostatic
field in the vicinity of the collecting electrode. Platinum
wire, 0.001 inch in diameter, located along the axis of the
counter served as the collecting electrode.

The electric field distribution produced within the spherical
cavity deviates from that obtained with a cylindrical geometry.

- 11 -
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However, calculat.ons have indicated that the error in |
the measured Y spectra will be less than 10 percent. |

Calibration of the LET sensor was obtained with a 0.1 micro-
curie Am?%# source mounted on a probe that could be posi-
tioned at various distances from the center of the sensitive
volume. With the source at the surface of the cavity, uniform
sensitivity of the cavity can be confirmed by measuring the
distribution of pulse amplitudes from the counter with a multi-
channel analyzer. If the distribution is essentially rectangu-
lar {see Figure 6), sensitivity is constant throughout the
proportional counter volume. With the source one centime-
ter from the surface of the cavity and the gas pressure con-
stant at 0. 25 atmosphere, the distribution presented by Fig-
ure 7 was obtained. Although the alpha particles at this dis-
tance from the source are not absolutely monoenergetic,
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tive volume of the counter; and a very narrow calibration

peak was thus obtained. This peak was used to calibrate

the system.

To accurately determine the energy deposited in the cavity
by alpha particles originating at the calibration point, a
Bragg curve for the Am was constructed by plotting
multichannel analyzer relative channel number versus
source position. The results of this experiment are pre-
sented in Figure 8. The area under the curve wiilset
equal to 5. 48 Mev, the energy of alpha from Am =, and
values for the ordinate were obtained. The intercept of
the extrapolated curve in this case is 70 Kev/mm, whereas
published experimental data for alpha particles in air cor-
rected to methane give 65 Kev/mm, a difference of 7.8 per-
cent, which is within the experimental error.

The sensitive volume of this unit was smaller than had been |
reported previously for proportional counters of this type. |
Advantages of using a small cavity include the following:

(2) small sphere diameters can be simulated with reason-

ably high gas pressures; (b) Y spectra can be obtained in

high intensity radiation fields; and, (c) the presence of the

sensor provides a minimum disturbance to the uninstru-

mented radiation field.

- 12 -



The chamber designed for measurements of LET spectra
at various depths in a tissue equivalent material for uni-
directional beams with low penetrating power is shown 1in
Figure 9. The sensitive volume of this counter is a 0. 50
inch diameter cylinder with lucite walls. A 0.001 inch
platinum wire is placed along the axis of the cylinder as
an anode. The electric field distribution with this
geometry is nearly ideal (a radial field inversely
proportional to the radial distance from the anode) and
columnar recombination is minimized for particles which
traverse the cavity parallel to the anode. A 0.015 inch
diameter collimator was used to define the point at which
the LET spectra were obtained as well as the path
traversed in the cavity by the incident particles.
Calibration for this counter was identical to that used

for the spherical counter except for the directional
sensitivity evaluation.

Figure 10 illustrates the methane flow system that was used
to adjust gas pressure in the cavity and maintain gas purity.
A manostat was used to keep the gas in the cavity at a
constant pressure and a needle valve was used to control
the gas flow rate. By varying the methane pressure in

the cavity, the equivalent unit density sphere size (or

track length) could be varied over a wide range. In this
experiment, simulated unit density dimensions were
restricted to the range of 2. 3 to 6. 8 microns. This
compares with an average yeast cell diameter of approximately
4.5 microns.

To determine if the gas flow was required to maintain satis-
factory proportional counter operation, the counter was
sealed at a pressure of 380 mm Hg. Calibration spectra
were then obtained for a number of days and the results are
presented in Figure 11. In this series of laboratory experi-
ments, these data were not required since the methane pres-
sure had to be continuously variable over a wide range.
However, if instruments of this type are used in space ex-
periments, it may be more economical to use a number of
chambers sealed at different pressures than to construct a
miniaturized gas flow and regulation system. In this case,
it would be necessary to determine the long term stability
of the instrument. If the gain does not drop below a prede-
termined value, slight changes in gain may not be important

- 13 -
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if the system is continuously calibrated. This could
easily be accomplished by permanently mountirg a
small Am?4 source in the wall of the counter.

Phantom for 22, 3 Mev Proton Experiments

The tissue equivalent phantom pictured in Figures 12
and 13 was constructed from lucite and filled with
water. The instrument mounting bracket on top of

the phantom could be positioned in a series of holes
spaced one inch apart along the lucite. To obtain fine
positioning control, a servo driven micrometer was
used to position the instruments with an accuracy of

1+ 3 microns. An 0.015 inch thick lucite entrance win-
dow in the phantom was covered by a solenoid actuated
shutter which completely stopped the 22. 5 Mev proton
beam. The shutter was used to accurately time con-
trol radiation exposure of the yeast cells and also to
check background characteristics of the radiation mea-
suring instruments.

Phantom for 210 Mev Proton Experiments

This tissue equivalent phantom was constructed from a
solid lucite block and mounted behind a copper plate

of sufficient thickness to stop 250 Mev protons. A re-
motely controlled solenoid actuated a shutter system
which was used to check background radiation levels
and control the exposure of the biological system. In-
gots of yeast were held in place in the phantom by the
arrangement illustrated in Figure 14. Numerous lucite
blocks of different thicknesses were used to position
the instruments at various depths.

- 14 -




III, EXPERIMENTAL RESULTS

A,

X-Ray Irradiation

The x-ray source used to establish a reference point

for the RBE determinations in this experiment was a
Westinghouse 200 KVCP x-ray generator filtered with

1/2 mm Cu and 1 mm Al. With these filters the beam

had a half value layer of 1. 29 mm Cu and dose rates up to
8000 r per hour could be obtained at a distance of 12 inches
from the target of the x-ray tube. For each exposure,

the dose rates were measured with a Victoreen 100 r ioni-
zation chamber. In addition, the depth dose distribution in
a tissue equivalent scattering medium {water phantom) was
measured with a calibrated parallel plate ionizatior chamber.
The results of these measurements are presented in Figure
15, along with the percentage of surviving yeast cells as a
function of depth. No buildup of absorbed dose rate was ob-

carvad +h 1vface f 4+ p v koﬁauco of f-‘he rela-
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tively thick windows of the ionization chamber and water
phantom.

The biological x-ray work was divided into two phases.
During the first phase, the feasibility of the chosen bio-
logical system was studied and Figure 15 is presented as
being typical of the results obtained after completion of

the developmental phase of the biological system. Although
the results of sectioning only one ingot are presented, it
should be pointed out that in a duplicate ingot, irradiated
after the first ingot was removed, the results varied by no
more than 10 percent at any given depth.

Feasibility studies were conducted to determine the possi-
bility that ionizing radiation may depolymerize the poly-
ethylene glycol and result in toxicity to the cells over and
above the damage caused cells by ionizing radiation. Ac-
cordingly, polyethylene glycol was irradiated with x-rays
up to total doses of 300 k rad, and immediately added to
yeast cell suspensions. No resultant toxicity was observed
for x-rays, and later, proton irradiation also failed to give
detectable toxicity. The suspending medium was, there-
fore, adjudged bland and nontoxic to yeast cells.

- 15 -



Phase two of the x-ray studies established the baselire
for RBE determinations. Figure 1l illustrates the type
of killing curve obtained with yeast cells suspended in
polyethylene glycol after irradiation with 200 KVCP x-
rays. Because there is a radio protective effect due

to dehydration after suspensions of yeast cells are pla-
ced in polyethylene glycol, a killing curve with wet
yeast cells is presented on the same graph for compari-
son.

22. 3 Mev Proton Irradiation

The first series of proton irradiations was performed
with the 86 inch cyclotron at the Oak Ridge National
Laboratory. This accelerator can produce a reasonably
uniform beam of 22. 3 Mev protons which have a range
in lucite of approximately 0. 4 centimeters. Tissue gb-
sorbed dose rates from approximately one to over 10
rad per hour could be obtained a few inches from the
beam exit port. This wide dynamic range permitted a
rapid exposure of the biological systems at high inten-
sities and accurate LET spectra measurements at rela-
tively low intensities.

To determine the exact position of the beam, a zinc
oxide film was positioned a few inches in front of the
beam exit port. When the proton beam was on, this
film produced a glow defining the cross-sectional

area and location of the beam which was observed and
recorded with a remote television monitoring system.
The phantom was then clamped in position so that the
instruments and biological systems would be located at
the geometrical center of the beam.

Figure 16 illustrates the sample holder and position
arrangement used for irradiating the biological systems.
Before striking the yeast ingot, the beam traversed a
short air path, the 375 micron thick entrance window on
the water phantom, and the thin foils used on the trans-
mission chamber. The beam then penetrated about 4000
microns into the yeast ingots which were of sufficient
length to completely stop the protons. With this arrange-
ment, the unirradiated portion of the ingot nearest the

- 16 -
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sample holder could be used as a control. An advan-
tage of using this technique is that biological killing
data were obtained for numerous LET spectra ard rad
doses simultaneously. The total absorbed dose recei-
ved by the biological system was controlled by the cali-
brated transmission chamber and a remotely activated
solenoid. First, the transmission chamber was cali-
brated with a tissue equivalent ionization chamber to
determine the radiation absorbed dose rate at a depth
of 1140 microns in the compacted mass of yeast cells
for various ionization currents. An Elcore current
integrator was then used to determine the absorbed
dose by integrating the current over the exposure time
for each ingot.

To determine the depth dose distribution in the water
phantom, a tissue equivalent ionization chamber was
placed at 100 micron increments along the path of the
proton bearmn. The ratio of the ionization current pro-
duced in this chamber to that produced in the trans-
mission monitoring chamber was then determined as a
function of depth in the water phantom. These results
are presented in Figure 17.

LET spectra were measured at various depths in the
water phantom using both the cylindrical and spherical
proportional counters. However, because the beam
intensity was high and reasonably unstable, only the
results obtained with the cylindrical counter were used.
The cylindrical counter also permitted a more exact
determination of the depth at which a specific LET
spectra was obtained. This was due to the fact that

the protons in the collimated beam had to traverse
varying thicknesses of tissue equivalent material before
entering the spherically shaped cavity.

LET spectra measured at various positions in the phan-
tom with a simulated track length of 2. 3 microns are
presented in Figures 18 through 22. Each curve has
been normalized to correspond to an absorbed dose of
one rad.

For three of these LET spectra, Y spectra have been

calculated and are presented in Figures 23 through 25.
In this experiment, the average values of Y differ from
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the average values of LET by a constant. Thus,
any correlation that is obtained between LET and
biological effectiveness can also be obtained for
average Y. This would not be the case if the direc-
tional properties of the radiatiorn environme=nt were
unknown.

The effects of increasing the simulated track length

to 4.5 and 6. 8 microns are shown in Figures 26
through 32. Inverse logarithmic slopes of the biologi-
cal killing curves and average LET values are pre-
sented in Figure 33 and Table IV.

As expected, the curve in Figure 33 representing a
simulated track length of 2. 3 microns corresponds
to significantly higher values of average LET than
those for longer track lengths. The average LET
values taken from this graph were selected for the
primary correlation of the biological and physical
data.

As a first approximation, it has been assumed that
over a limited range, the curve relating RBE to LET
is a straight line on a semilog plot. This assumption
is in agreement with data that have previously been
reported in the literature. Thus, the product of the
inverse logarithmic biological killing slope times
average LET should remain constant at various depths
in the phantom. Table IV compares these products
at five different depths. It is interesting to note that
the most constant value of this product is obtained
for a simulated track length of 4. 5 microns, the
average diameter of the yeast cells when embedded
in polyethylene glycol.

Results obtained after irradiating the yeast ingots
with 22 Mev protons produced clear cut biological
expressions of the Bragg peak which occurred when
the proton beam was stopped in the tissue simulant.
Figure 34 is a plot of a family of curves showing per
cent of yeast cell survivors versus depth with total
dose at 1140 microns as the parameter. Bragg peak
killing is evident for each experiment and extends
through a depth of 600 microns. In general, all sam-
ples showed a decreasing killing effect from the sur-
face to about 1500 microns where a plateau was reached

- 18 -



Normalized Product

Depth in Inverse of Inverse Killing

Phantom Killing Curve Average LET Curve Slope And

(Microns) Slope kev/micron Average LET

2,.3% 4,5 6.8 2.3 4.5 6.8

3130 48,2 23.5 8.5 3.8 100.0 100 100.0
3480 45.0 29.5 9.5 4.5 117.0 104 112.0
3680 40.1 36.5 11.0 5.5 129 108 121
3780 34.9 41.5 12.0 6.0 128 102 115
3880 28.8 48.0 13.0 7.0 122 91 111

* Beginning numbers of each column represent simulated track.

TABLE IV: Comparison of Inverse Killing Curve Slope with Average LET.




which continued to about 3000 microns depth at which
point the Bragg peak began. Peak killing was reached
at a depth of about 3800 microns. The survivors rose
sharply to equal the unirradiated controls at a depth of
about 4200 microns.

The greater killing consistently observed at the sur-
face of the ingots was gio})sably due to two factors:
greater oxygen tension "’ ”; and secondary radiations
generated by the protons penetrating the metal foil
monitoring device which is part of the cyclotron. Work
with x-rays under an atmosphere of nitrogen and sub-
sequent work with 210 Mev protons proved that the
effect of oxygen diffusing into the first few hundred mi-
crons of the ingot accounted for most of the increased
killing, and little was due to soft radiation. Curve 1

in Figure 17 is a plot of proton dose as a function of
depth within the water phantom and Curve 2 is a plot

of yeast cell per cent survivors.

An interesting phenomenon occured at the low dose of
1200 rads. The plateau is at the 100 percent survivors
level for several hundred microns. Similar results
were found with 210 Mev protons at an incident dose of
1440 rad.

210 Mev Proton Irradiation

The 130 inch synchro-cyclotron at the University of
Rochester was used for this series of experiments.

This machine produces a reasonably uniform 210 Mev
proton beam that can penetrate approximately 28 cm

of tissue equivalent material. Dose rates from this
machine can be varied from nearly zero to approxima-
tely 400 rad per hour. Relative intensity measurements
of the beam profile had been previously measured with
a scintillation counter which had a small lucite head
that was movable horizontally and vertically. The re-
sults of these measurements are presented in Figure 35.

To insure proper alignment of the beam, photographic
images of the beam were obtained at two locations along
the beam path. An optical alignment system was then
used to move the phantom into position.

-19 -



The extra penetrating power of the 210 Mev protons

as compared with the 22 Mev protons necessitated a
redesign of the phantom and a rearrangement of the
biological system. The phantom was machinred from
lucite with a long cylindrical hole to hold 7 ingots pia-
ced end to end. (See Figure 14). Since it is necessary
to mount an ingot on a microtome holder prior to irra-
diation in order to assure accuracy of dimensions in
sectioning, lucite microtome holders were made for
each ingot. The holding rod was fitted into the holder
by threads. The rod was removed prior to irradiation
and the resulting hole was filled with polyethylene gly-
col to assure approximate tissue equivalency throughout
the entire length of the proton path through the series
of ingots.

To determine the depth dose distribution in the lucite
phantom, a tissue equivalent ionization chamber was
placed at several positions along the path of the beam.
As in previous experiments, the ratio of the ionization
current produced in this chamber to that produced in
the transmission monitoring chamber was determined
as a function of depth in the phantom. These results
are presented in Figure 36. The peak of the ioniza-
tion curve occured at 24. 8 cm. Secondaries produced
in the air and transmission chamber probably account
for the relatively high surface dose.

Since the dose rates produced by the machine were very
low, most of the available machine time was used to
irradiate the biological system. It was, therefore,
impossible to measure the Y spectra for this portion

of the experiment.

For the radiation studies with the biological system, a
series of ingots were prepared in the usual manner with
Sc-7 yeast. The ingots were carefully chosen to assume
uniformity of bore size, yeast density, and paraffin
density. Since the final chosen ingots came from several
batches, it was necessary to have an unirradiated con-
trol ingot from each batch.

The linear dimension of each ingot and its holder was
carefully measured with a vernier caliper. The ingots
were then placed in sequence in the bore of the phan-
tom and flown to Rochester, New York, for irradiation.
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The unirradiated controls were also sent in
order to insure more comparable conditions
during the course of the experiment and the in-
herent time delays.

On the return to the laboratory, each ingot was
carefully sectioned at pre-planned irtervals. At
each interval, three 100 micron slices were taken.
Each slice was diluted and plated in quintuplicate.
Each point on Figure 36 thus represents the aver-
age of three samples taken within a 300 micron
interval and involving 15 petri plates.

The increased killing at the beginning of each ingot
was due to the previously described oxygen effect
as well as to soft radiations. An oxygen effect
was found at the beginning of each ingot except
number 3. (No oxygen effect was found at the end
of the ingots because they were well sealed to the
lucite holders.)

The absence of the oxygen effect at the beginning of
ingot 3 is regarded as additional evidence that no
killing occured in this area of the ingot. It should
also be noted that no detectable killing of the yeast
cells was found from 7 through 12 cm of depth in the
ingots.

Detectable killing began at 13 cm in ingot 3. Unfor-
tunately, the Bragg peak began in the lucite holder
of ingot 5 and at the beginning of ingot 6. Due to

the oxygen effect, the first interval sampled in ingot

6 gave more killing than is considered valid. Com-
plete absorption of the beam occured by 32 cm (in
ingot 7) and again no detectable effect was present.
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Iv.

REVIEW OF OBJECTIVES AND GENERAIL DiSCUSSION

It is generally recognized that many experiments designed
to study the correlation between LET and RBE have had
certain shortcomings. Some of these shortcomings re-
sulted from the inability to accurately measure the radia-
tion absorbed dose. Thus, variations in RBE have fre-
quently been masked by inadequate dosimetry. Adequate
dosimetry presumes an accurately controlled irradiation
geometry, for which depth dose distributions and local
variations in radiation intensity can be measured or
accounted for. This problem becomes acute when irra-
diating monolayers of cells. 13 Under these conditions,
dose rates are usually calculated from the physical pro-
perties of the radiation field.

With the exception of few experiments, only average
LET values have been correlated with RBE. However,
the use of average LET values should be restricted to
irradiation experiments for which there is very narrow
spread of LET values. There are two reasons for this.
First, to adequately evaluate the effects associated

with delta rays, free radicaldiffusion, etc., a compacted
mass of cells must be used instead of cell monolayers.
The second reason for this is illustrated in Figure 37.
The curve relating RBE to LET can be established by
irradiating a thin biological specimen with a monoener-
getic beam of various types of particles that lose only

a small amount of their kinetic energy in passing through
the specimen. By way of contrast, the two LET spectra
illustrated by curves a and b could have the same average
LET values but differ significantly in their biological
effectiveness in a given experiment. It is, therefore,
necessary when evaluating the quality of an unknown ra-
diation field in the laboratory’ or in space, to obtain a
complete measurement of the distribution of dose in Y or
LET. To eliminate some of the problems normally asso-
ciated with these investigations, and at the same time,
develop an instrument for measuring the quality of ioni-
zing space radiations, the following objectives were es-
tablished for this research program.

1. Refine currently available spaceflight instrumentation

which will measure the absorbed dose at a point within
a scattering medium.
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2. Develop spaceflight instrumentation which will mea-
sure the linear energy transfer (LET) spectra at a
point within a scattering medium.

3. Show the relationship between the viability of yeast
cells and absorbed dose at essentially the same
point within a scattering medium.

4, Show the relationship between the viability of yeast
cells and LET spectra with absorbed dose held con-
stant and at essentially the same point within a scat-
tering mediumn,

For the reasons outlined in the introduction, the second
objective was modified to include the development of a

Y sensor. The requirement for constant dose was elimi-
nated because the RBE for haploid Saccharomyces cere-

visiae used for these experiments in independent of dese

PP aaliiTiivye +2d8 O P OiliT il MWS o,
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Aside from these two modifications, the original objectives
of this research program have been completed.

The biological system developed for this research program
has yielded reproducible and heretofore unavailable data
on the killing effects of protons and x-rays. In addition,
the complete experimental system (biological and instru-
ment systems) is sensitive enough to detect slight differ-
ences in RBE.

As a result of this experimental program, it is now possi-
ble to measure directly the distribution of dose in LET
{or Y) produced by high energy particle accelerators.

This work was based in part on concepts originally pro-
posed by Rossi, and used primarily for evaluating D(Y)
spectra resulting from neutron irradiation. With slight
modification of the instruments, this technique can be
extended to measurements of unknown radiation environ-
ment.
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RECOMMENDATIONS FOR FUTURE WORK

The success of this program in evaluating the relation-
ship between radiation quality and relative bioclogical
effectiveness indicates that the instrument systems and
biological techniques developed could be very useful
for making more detailed studies of the mechanisms of
radiation interactions with living matter. For example,
cells other than yeast can be embedded with this tech-
nique and, indeed, may yield better results than those
obtained to date. In this way, an accurate determina-
tion of the variation of RBE with LET spectra over a
wide range of LET values could be determined.

The technique should also be used to determine the vari-
ation of biological response with the very high values of
LET obtained from multiple charged heavy ions. Results
of such experiments could be very useful in evaluating
the radiation hazards associated with primary cosmic
rays.

An evaluation of biological radiation damage other than
the ability to form a macroscopic colony from a single
cell should also be performed. For example, biologi-
cal techniques described in this report would be very
useful for determining the effect of LET on genetic
mutations.

The extreme accuracy afforded by the microtome sec-
tioning of the embedded cells would also make it possible
to determine the three dimensional spread of radiation
damage resulting from a radiation microbeam striking
the ingot of cells at right angles with respect to the in-
got length.

With only slight modifications, the radiation quality sen-
sors developed for this program could be used to measure
the distribution of dose in Y at various positions in a
tissue equivalent phantom exposed to the space radiation
environment. By comparing the data from such an experi-
ment with the results obtained in the laboratory, the radia-
tion hazards associated with manned spaceflight could be
assessed.

As described in numerous articles by Rossi, instrumenta-

tion techniques described in this report are also applicable
to neutron dosimetry problems.
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In addition, this experimental system should be used

for evaluation of the experimentally shown change in

RBE when a biological system within a magnetic field
is exposed to radiation.
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Figure 35

Distance from Center Beam, Cm.

Proton Beam Size Measured by Small Head Scintillation Counter
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Figure 37

Illustration of Concepts Involved in Correlating LET and RBE.
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